amplitude, while a sinus rhythm was maintained in lead three. Moreover, even with the disappearance of the "pseudo F" waves, it was also noted that the QRS complexes remained regular between the suspected "flutter phase" and the "sinus phase," without any compensatory pauses or changes in heart rate. An artifact ECG was likely: the lack of "pseudo F" waves in lead three increased the probability of artifact involving the right peripheral electrode, thus saving lead three, which analyzes only the electrode of the left foot. A new ECG recording was performed by the physician verifying electrode placement, and it revealed the appearance of artifacts quite similar to the previous one. Again, pseudo-F waves were noted in all leads except for lead three (not shown), although this signal was larger and not completely identical to the previous one recorded. At the end of this recording, the clinicians noted a slight rhythmic tremor resembling Parkinsonism at 5-6 hertz in the right arm, which was thought to be responsible for the recorded electrical signal (Video).
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DISCUSSION
ECG artifacts are common in emergency situations, especially among patients with movement disorders such as Parkinsonism, 1,2 simulating some arrhythmias such as atrial flutter.
3,4 The role of a clinician is to identify these anomalies and promptly look for extra-cardiac conditions, [5] [6] to avoid any inappropriate and potentially dangerous consequences such as hospitalization, risk of infection, use of unnecessary diagnostic tests and procedures, and increased patient anxiety.
6 The patient's symptoms were ultimately found to be non-cardiac in nature and she was subsequently discharged home in improved clinical status.
Video. Patient's right arm Parkinsonism, noted just after electrocardiographic recording, was responsible for the artifact electrocardiogram.
Documented patient informed consent and/or Institutional Review Board approval has been obtained and filed for publication of this case report.
